TUCSON POLICE DEPARTMENT
CRIME LABORATORY

The undersigned Quality Assurance Specialist, ﬁ:ing been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
il . Serial # %:@i certifies by her signature:

on ‘,?/'?/Q‘f ,with aresult of 0-0T€ AC. 0.083AcC.

and on m_/?'/a‘r', with a result of Q.Qﬁf AC, J.0FFAC,

this instrument was tested with a known alcohol reference standard.

and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported conceming this instrument between these

ﬁ&’ﬁne Doran

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

two dates.

SUBSCRIBED AND SWORN to before me

=" o ; _# !25 I
. OFFICIAL SEAL ' ° L[ day of Delates .200Y.
it KATHY A. KINNEY
1 a2 [E| NOTARY PUBLIC-ARIZONA ‘
%) PIMA COUNTY -

My Comm. Exp. Sept. 4, 2008 f/i%z%gbffmui_\
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T PHEPARED PURSUANT TO DUOTY IHPCBED
A

L2 R9-L4-404(3)

ARIZAONN DEPASTHENT OF EEBEMLTE BERVICES

:é(” Display reads "READVY TO START" or "FUSE SUTTON TO START
T RESTH
DIAGNOSTIC TESTS
; ég: DVM Test check. Setting should be betwsen .200 z2nd
§00. Yode saléctidn swiktch 52 on, 51 and §3 off or
keyboard menu selaction “"H". Raading is 2756
A pDisplay Tast check. Mode sslactien switch 51 on and 52
and S3 off or kevboard menu selection "V
<=4 Drintar Tast checlk. Mode selection switch 51, 52, 53
* dff 9r kKayboard menu szlection "B':
:éﬁ Clock time check. Haode selection switch S10 on ox
cevhas-d msnu salaction "Z2".
- é'ﬁ Dats chack ' siten SE1 gn as keyooard
Zanu C j
QEEEATIONAT, T=
- Alcotl fres subject Test result §.f00 AC
A Frror recognition logie system functioning
Tnvalid t=st printed
7 o Draper sampls rscognition systam
Invalid sample printed ¢
Daficisnt samols ;r'ntadﬁfff
N/ A Completeness of sample purge with callsction tuba**
7L Calibration standard 0.0 2
Results: 0. Q?"e?f'-i-ﬂ. oL G, ol e
Instrument operating properly and accurately. YES NO
::o}g-f.z_'z“sﬁ 4 —~ 09/ L S

STGNATURE ﬂ;%lﬂ7\£Lf (91%@44-_4_
4

gbﬁUEt_ alcochal cencantration standard collected for subsagusSht
analysis.*»

+¥TTE OR WITHEOUT VADPOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD
x%THIS STEZ IS ONLY -REQUIRED IP TEIS DEVICE IB SEING UEED EFOR

EAMTLE CAPTURE.

DHS/DSLS/Faorm C1L17 (Rev.7-93)
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Tucson Police Department Crime Laboratory
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TETS REFORT PREPARED PDURSUANT TO DUTY IMTOBED BY
A.A.C. RI-14—-404(A)

ARIZONA DEPARTMENT OF HEALTH BEXVICES

ANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000+ 4%

STANDARD CALIBRATION CEHEECK PROCEDURZE
Agency _Tucsan Bolice Dapartment Date C?f'?/ O Tima I:Z?/'S-

Intoxilyzer Serial# (do 00 5 ocation L] FD [
QA Specialist _JfAeN<€ ayl /&fi{ﬂ 2/ )

{ﬂrl.t”ia:ej
(gt 1. Fouz a standard alcohol sclution of kKnown wvalue 1nto a
clean Arv simulator jar and assemble the slmulator.
Insure that a tight seal has besen made
Standard value: 0. OF0 AC
(2] 2. Turn on the simulator and a2llow the Temperacure Lo
reach 34°C+.2%C.
(g 3- Set Intoxilyzer mmde selection in thes ACA mode by
S switching mode selection switen #9 on or selecting "CU
on kayn:aLd menid.
;ﬁﬁ-j = Attach simulater to the simulator entrance pert on tThe
Intoxilyzer
Q{h[%+ 5 Intoxilyzar 3000 display reads "READY TO START" or
NBEUSH BUTTOH".
~¥@4¥ﬂr7 B Dueh Start Test button or prass enter on Xeyboard.
Al 72 Insert card in response to display.
~HiFrr 8. Air blank complsted.
hJQté%rj 8 Calibration check completad.
Test results 0. OFf +0.083 AC
'4%H~4%ﬁ 0. Air blank complsted.
AL} 11. Whan display reads Test Complets remove evidenca caxd.
Attach the card to the completed checklist.
{1gr7 12. Baturn made sslection switch #9 to off position afitar
all calibration checks are complate or type Q and enter
on xeyboard

SIGHATURE

?

+¥ITE OR WITEQUT VAPOR RECIRCULATION AND WITE 4R WITEQUT XEYSOARD

DHS /DSLS/Form €116 (Rev.7-93)
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PECIALIST ch_ne_?)ﬂr‘ffﬂ Pe33 /1

|.-r-: Mizma)

INTOXILYZER SERIAL # 005005 TOCA Z:’L-:"L‘“ Hrﬁ
e , 2 J[a7

DATE Cfobrr 77 197 2007  TIHZ ﬁ ‘
s
B Displav reads "RZADY TO STASITY or "FUSH 3UTTON TO STAST
TEST. "
DIAGNOSTIC TESTS
e OV Tast chack Setting should be pebiveen .2400 z2nd
. BO0. ¥Maode =selectian :ewitch 52 an,; 51 a2nd 53 eff or
keyhoard menu sslection "H". Reading is _.:,55';,4 .
Y Display Test check. Mode selection switch 51 ©on and s2
and S3 off or keyboard meanu salection "V"
w{afJ‘ PrifEsyr Test cheeck. Maode salscuoilon s¥icch 51, 52, 513
off or keyvboard mesny sslecticon "2V
Eﬁii Claock tims chsck. MHode sslsciion switch S10 on arF
kevbozrd msnu selactran "EY. 3
_:4%5_ Date check. HMade sslection switch Sli on or Keyhaoard
menin sslsaction "E'.

QEZSBATTIONAL TESTS
Alcohol frse subject Test result 0. 000 ac
e Error recegnition logic system functiening
Invalid test printed
:ﬁ%i Proper sample recognitlion system
Invalid sample prin;ad:ﬂ%ﬁ
Deficisnt sample printedefa
' W/A  complatesnesss af sample purge with collection tuba**
:égﬁj Calibration standard 0. /2¢0 AC
Besults: 0.0 TEAC v 0-DF AT 9’/
¥E MO

Tnstrument opesrating properly and accurately.

coremnts: P2~ /¢,

SIGHATURE M M

€, Fajkihglcmhml concentration standard collected for sunsaduﬂﬂt
analysis.*=

+WITHE OR WITHOUT VAPQOR BECIRCULATION AND WITH QR ®FITEOUT XEYBOARD
x*THTIS ETEP IS ONLY REQUIRED IP TEIS DEVICE IS BELNG USED FOR
SAMPLE CAFTURE.

DHS/DSL5/Form C117 (Rav.7-33)
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Tucson Police Department Crime Laborator
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s
THTS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. RI=14-404(3)

ARIZO0ONA DEPARTMENT OF HEALTH BERV

STANDARD CALIBRATION CEECK PROCEDURE '{ﬁﬂ

Agency _Tucson ?clwﬁ Nenaritmsnt. Date JD/?/D‘?’: ___ IS .('15{
IﬁLax;lxze: Sarialf 0SS Locatiaon
QA Specialist fﬂrE}@ram e 33/
(Print Hame)
(L) 1- Pour a standard alcmhﬂ1 solution of known valLa into a
clean r?} simulator jar and assemble The simulator.
Insure cthac a __3Ht ana' has bean made.

Standard wvalua: @ AT

L&j‘"‘l 2. Turn on the simulan,r;“: nd allow the temperature to
reach 347C+.2%C.

LﬁTJ 1. Set Intoxilyzer made selection in ths ACA mode by
switching mode selection switch #9 on or selecting "C"
on kKeybaard menu.

() 4 Attacn simulator to the simulater entrance port on the
Intoxilyzer
AT 5 InhGXLlyga" 5000 display reads "READY TO START' or
wpISH BUTTON'".
(wx~) 6. -Push Start Test button or press enter on Xeyboard.
~Gfy) 7. Insert card in response ta display.
;qﬁrq 8. Air blank completed.
{;Lﬁ¢r g. Calibration check completed.

Tast rasults 00 PF« 0.0F§ AC
& =) 10. Air blank compleated.
ﬁgxié&‘} 11. When display reads Test Completa resmaove evidence card.
Attach the card ta the CﬂmnlEuEd checklist.
{Eﬂr} 12. Return mode selection switch #9 to off position arftex
all calibration checks are complete or type Q and enter

SIGNATURE f<gL?{JL¢~_._
Lo

*+®WITHE OR WITHOUT VAROR RECIRCULATIOHN AND WITHE OR WITEQUT XEYSOARD

DHS/DSLS/Form CL16 (Rev.7-33)




